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FOREWORD 

The author gratefully aclouarledges the aany significant contributions 
of his supporting staff on this remarkably successful project. Gratitude • 

goes: to R. R. Lattanzl, Research Engineer and Paul Zlnmeraan, Electronic 

Technician for their careful learning of some microwave techniques, 

to James M. Rowe, Graduate Student, for his diligence In the success- 
ful optical scanning of GaAs at room temperature 

to Michael Valplanl, Senior, for his effective derivation of the 
algebra and execution of data reduction for the 35 GHz skin effects for 
this final report and 

to Karla Dalton, Sophomore, for her mastery of the programsing of the 
new graphics display terminal so as to display the luminescence spectra 
automatically, 

but any shortcomings in this report rest with the P.l. The reader is 
warned that NASA's kindness in allowing a one-year, no-cost extension for 
the purpose of Improving the write-up does not guarantee the correctness 
of the formulae presented herein. The 35 GHz skin depth values were calcu- 
lated from observed power ratios by the use of these formulae for data 
reduction and were submitted to the COR early In the sunoer of '74. 
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1. INTRODUCTION 

The NASA program for growth of semiconductor single crystals in the 
space environment of Skylab was expected* to produce crystals of signifi- 
cantly higher quality than attainable through the same growing processes 
on earth. As the semiconductor crystals become more perfect if undoped 
or more uniform if doped, the emphasis in any measurement of them shifts 
increasingly toward care in avoiding damage to the crystal by the measurement. 

A. Need for Nondestructive Method for Electrical Characterization 

Electrical characterization of a single crystal of semiconductor usually 
involves "soldering" ohmic contacts in several locations in order to obtain 
some average bulk property (e.g. bulk resistivity) for the sample piece. 
Whenever the crystal is to be evaluated for use in large scale integrated 
(LSI) circuitry, the characterization should include a search for local 
variations in electrical properties. Such a search should use a nondestruc- 
tive method of mapping the surface of the semiconductor. 

Clearly, the mapping of electrical characteristics of high quality 
crystals, such as those grown on Skylab flights, should be done without 
inflicting any damage. To this end, noncontacting methods of mapping were 
sought - avoiding the formation of "solder" contacts and avoiding the high 
local pressure of point contacts. In addition to valuable monitoring of 
NASA's space processed materials, the successful development of suitable 
noncontacting methods of electrical measurement would be of considerable 
spinoff value to U. S. semiconductor manufacturers or at least to U. S. semi- 
conductor circuit manufacturers. 

*This expectation was realized many times in t' high quality semicon- 
ductor crystals grown on the Skylab missions ^ng 1973 and 1974. 


1 
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B. Noncontacting Techniques for Hl^ Quality Single Crystals 

The class of techniques by %rhlch the electrical properties of 
a semiconductor single crystal can be observed without contacts Is limited 
to coupling to the crystal by electromagnetic radiation at frequencies 
from rf to the near uv. The optical frequencies have been used to probe 
the uniformity of certain types of Impurities In semiconductor crystals.^ 

A wide range of radiation frequencies can be used to observe the mobilities 
and the concentrations of the various types of charge carriers present 
near the surface of the semiconductor cyrstal being examined. For survey- 
ing carrier concentrations and mobilities of thin semlcr aductor sheets, 
useful measurements of optical transmission and reflection with commercial 
Instruments have been reported ^ with 1.5 mm diameter resolution. In 

3 

addition, the Impurities within the semiconductor can often be identified 
by X- radiation. 

Coupling to a semiconductor at high frequencies Implies^ the reaction 
of the semiconductor will take place near the surface, l.e., within the "skin 
depth," <5g. The "classical" application of Maxwell's equations for the 
case of a field Eg applied to a plane surface of seml-lnflnlte conductor 
extending from x = 0 gives the current density varying with the depth x 
as^ 

Jg = oEge amp/m^ , (1) 

where the normal skin depth, Is defined as 

fig ■ (p/nfuo)^^^ - 504 (p/f)^^^ meters (2) 
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for p in ohm-meters and f In Hz. The resistivity, for a semicon- 
ductor whose dominant charge carrier has an effective mass m* and mean- 
free time between collisions of T , can be expressed^ by the product of T 
and the carrier concentration n as 


m* 1 
«2 nT 


(3) 


Usually T and n are each significant in characterizing the crystal. 

It might be noted In passing that this normal skin depth Is small 
In our best metallic conductors even at power line frequencies. For example. 
Equation 2 Indicates, as Is found In practice, that 6 ^ 7 mm In copper and 
in aluminum at 60 Hz and at room temperature. 


1. Use of Radio Frequencies to Microwaves 

Returning to the choice of method to characterize a flat semicon- 
ductor crystal by its resistivity in the volume encompased by the depth 
of X » 6 below the surface, we can choose the frequency to use in order 
to probe the predetermined depth, 6. Likewise, we can choose the frequency 
to obtain a reasonable resolution of the mapping since the minimum surface 
area (« resolution element) that can be probed measures approximately one- 
half wavelength across. In any case, an instrumental measurement of a 
value for the skin depth at a given frequency will give, by Equation 2, 
the effective resistivity near the crystal surface, averaged over the area 
exposed to the radiation. 

For conducting crystals, the normal skin effect applies to within a 
few percent^ with the mean-free path of the charge carriers equal to one 
skin depth as given by Equation 2. Values for the normal skin depth are, 
by Eq. 2: 
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For reslstl''lty of 10 ohnt-cm, 5^ > 16 mi at 100 MHz, 

* 1.6 nn at 10 GHz, and 

5 “ 0.8 nm at 35 Qlz. 
s 

For resistivity of 0.001 oho-cm, 6^ > 0.16 mi at 100 MHz, and 

6 = 0.008 mn at 35 GHz. 
s 

Q 

Values to 60 GHz are given for silicon in a recent book by H. F. Matare. 
Comparison to carrier mean-free path, i, can be made by the "free electron" 
model^ for our semiconductor crystal by estimating the Fermi velocity, vp, 
to be I(IO^) cm/sec for m* * mg. The expression for mean-free path 
is 


i. - VpT. 

Values of T = m*p}}/e depend on the Hall mobility, So the values 

of mean-free path, i, expected for "free" electrons in our semiconductor 
at room temperature are estimated to range from i « 0.4 micron for 

pjj • lO^cm^/Volt sec to i » 0.04 micron for pjj ■ lO^cm^/Volt sec. 

Clearly, we expect I « 5^. 

Therefore, the classical expression for the skin depth (5g by Eq. 2) 
should be an accurate way of calculating the resistivity of flat semicon- 
ductor samples from measurement of skin depth, 5, even at frequencies 
higher than 35 GHz. 

Cyclotron resonance and electron spin resonance can give useful 
characterize ’'ion within the skin depth region too. For example, the con- 
centrations of impurities in Ge were recently measured^ by cyclotron resonance. 
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2. Use of Optical Radiation 

Coupling to a semiconductor at optical frequencies can yield elec- 
trical characteristics.^^ For thin semiconductor wafers, standard optical 
(Infrared) measurements of reflection and transmission have been used to 
map carrier concentration and mobility; the report by Black, et al. Indi- 
cates precision better than lOZ over a wide range of values for GaAs wafers 
scanned with a 1.5 mu diameter beam on a Perkin Elmer Hodel 621 recording 
spectrophotometer. 

NASA's needs Include the ability to characterize the surface of 
B»re massive semiconductor crystals - possibly too thick to obtain Infrared 
transmission values as above. For certain semiconductors, like SI and Ge, 
edge contacts will serve to obtain a map of photovoltaic (PV) response from a 
spot of light Impinging on the crystal surface, revealing nonuniformity of 
carrier concentration and/or mobilities. Meaningful PV response has 
apparently not yet been attained on other semiconductor crystals, such as 
GaAs. For large band gap semiconductors like SIC and GaAs, the light 
emitted by electron-hole recondilnatlon processes has been used^*^ to Identify 
the electrically active Impurity sites present. Our success at obtaining 
Impurity concentration in volumes of GaAs less than a cubic millimeter Is 
mentioned In the Results Section. 

Another class of optical techniques which has promise for 
electrical characterization involves photo- induced changes. We looked 
briefly for photo- induced conductivity at room temperature,^^ but our search 
was Inconclusive. Photo-induced microwave conductivity Is still a poten- 
tially useful technique for mapping high quality semiconductor crystals 


without contacts. 
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C. Crystal Selection for this Study 

The cryst<>ls of semiconductors used In this study of nondestruc- 
tive techniques for observing electrical characteristics were supplied 
through the good offices of the NASA Space Sciences Laboratories, MSFC. 

The emphasis during the earlier portion was on characterizing flat sur- 
faces of GaAs In preparation for the M555 Fll^t Experiment. The emphasis 
during the last six months was on small single crystalline flakes of vapor- 
grown germanium selenlde. The comparison of 35 GHz skin depths we observed 
In GeSe flakes grown^^ on Skylab to Ge_ i flakes grown at RPI Is tabulated 
b_iow. 

D. Purpose 

It was, therefore, the general purpose of this contract to demon- 
strate the sensitivity of one or more noncontacting methods of electrical 
characterization of single crystals of the semiconductors to be grown on 
Skylab. Specific goals dealt at first with characterizing surfaces t..t gallium 
arsenide slabs and dealt In the last half year with small flakes of germanium 
selenlde single crystals. 

Single crystal samples to be studied were supplied through the 
Space Sciences Lab of NASA/MSFC. The specific approaches that we investi- 
gated Included microwave skin depth and e-h reconblnatlon luminescence. Two 
microwave techniques were developed to the point of collecting statistical 
- evidence of sensitivity and reprcducibllity. The GaAs luminescence scanning 
technique was developed by an Interested graduate student J. M. Rowe, largely 


on his own time. 
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II. APPROACH TAKEN 

A. Noncontacting Techniques Considered 
1. RF Resistance by Coll Loading 

The eddy currents Induced In a semiconductor specimen are a specif 1'^ 
but complicated geometric function of shape of colls and semiconductor and 
of the uniformity of resistivity. An example of successful noncontacting 
measurements of bulk resistivity by eddy currents at 10 MHz was reported 
by J. C. Brice and P. Moore in J. Scl. Inst. 38 (1961) on page 307. Mapping 
could be accomplished with sufficiently small colls but consistent coupling 
Is a difficult mechanical problem. 

2. Surface Effects at 9 GHz and 35 GHz 

Preference was given to 35 GHz because the area of the mapping resolu- 
tlon element can be smaller by xl6. We considered the surface resistance 
by waveguide termination^^ and by cavity loading, preferring the latter for 
flats with high resistivity and for the small flakes. We considered the 
microwave Hall effect. After several tries with blomodal cavities, we 
became more fully appreciative of the critical need for equivalence In the 
degenerate modes as called for by A. M. Port is In his Phys. Rev. paper, a 
truly severe mechanical challenge and, therefore, not suitable for rapid 
surveying of flat samples. 

Cyclotron resonance remains a promising prospect^ for measuring the 
lifetime of each type of carrier provided the mapping can be arranged at 


low temperatures. 



FTR - NAS8-295A2 


8 


Photo- Induced changes in microwave conductivity (PC) similarly 
stands as a promising non-contacting way^^ of mapping several electrical 
characteristics with a resolution element approaching the size of the 
minimum light beam. Photo- Induced microwave conductivity should be 
especially useful In semiconductor samples of very high resistivity for 
which the sensitivity of surface resistance measurements Is declining. 

3. Optical Mean s 

Fluorescence from electron-hole recombination Is '‘rcquently a direct 
Indicator of the donor impurity density. The literature is literally 
crowded with publications of such cbscrvatlons for semiconductors at low 
temperatures. We found little evidence of successful fluorescence at room 
temperature so we took up that challenge. 

Raman scattering from defect mooes at the Impurities of Interest 
is weak at room temperature being usually net sensitive enough to reveal the 
Impurity concentrations of interest even at very low temperatures. 

B. Noncontacting Techniques Used 
Each technique for noncontacting electrical characterization of 
semiconductor surfaces was chosen to demonarra^e its reliability for abso- 
lute values in a sample sequence representative of the short term needs of 
NASA's program for space crystallization. Repeated substitution of samples 
was employed to attain preliminary statistical evidence of reliability. 

It should be noted that in any sequential substitution method 
there are sources of dc noise which can be reduced or eliminated by 
properly engineered modulation techniques. Therefore, the reliability or 
slgnal-to-noise reported here represent conservative values - susceptible of 
improvement by one or more orders of magnitude with the appropriate engineering. 
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1. Skin Depth at 35 GHz 

P^slstlvlty near a semiconductor surface Is related to the 

skin depth, 4^, observed at the frequency f by Eq. (2) above. The 

sensitivity of the measuring circuit to small changes in depends on 

s 

the way the semiconductor surface Is coupled to the circuit. Two styles 
of coupling - cavity loading and travegulde termination - were chosen In 
order to cover a broader range of resistivity values. 

a. Cavity loading, especially for small single crystals . 

The loss Introduced into the circuit by a sample of semiconductor sur- 
face will be a small fraction of the "no-sample” circuit losses when 
the product^® of the surface area times the skin depth 6g is small. 

This occurs both for small crystals of normal resistivity and for 
larger sections of large flat surfaces of high resistivity. Cavity loading 
is preferred because it raises the strength of the electromagnetic field 
at the semiconductor surface relative to its strength in most other parts 
of the detecting circuit and this leads to greater sensitivity to losses in 
the semiconductor surface than without the cavity. 

This section describes: 1.) the microwave circuit which 

was arranged and calibrated to yield signals reliably corresponding to 
absolute cavity parameters and 2.) the type of substitutional cavity loading 
used. Our analyses for converting cavity parameters into values of skin 
depth of the semiconductor sample are given in the appendices. 

1.) The double- arm 35 GHz circuit used. In Fig. 1, the 
35 Qiz double arm reflectoroeter is shown schematically with a reflective 
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TABLE 1 


COMPONENTS USED IN 35 GHz DEMONSTRATION DOUBLE ARM REFLECTOMETER 


Label on 
Figure 1 


Kylstron 

51 

52 
S2A 
S2B 
52C 
52D 
52E 

53 

54 

55 

56 

Front Ann 

FI 

F2 

F3 

F4 


Item ~ Function 
DC Power Supply 
Modulation Source 
Source of 35 GHz Power 
Isolator (20 db) 

Directional Coupler (20 db) 
Matched Load 

Frequency Meter (Tunable Cavity) 

Directional Coupler (20db) 

Waveguide Short (Adjustable) 

Crystal Holder (Tunable) 

Attenuator (Variable) 

Mgic Tee (4 arm) 

Crystal Holder (Tunable) 

Slide Screw Tuner 
(for balancing Tee S4) 

Isolator (20 db) 

Isolator (20 db) 

Calibrated Attenuator of 
Rotating Vane 

Directional Coupler (10 db- 
broad band) 


Specific Type 
Mfg. - Model No. 

NAI’DA Model 43R 

NARDA 438 

Varian VA-97 

TRG AllO-95 

Microline 405A 

Part of S2 

H-P R532A 

Microline 429A 

Demornay Bonardl 
Lieco lOVl-26 
Demornay Bonardi 


Demornay Bonardi DBD 919 


Uniline by Cascade Res. 
TRG AllO-39 

H-P R382A 
TRG A561-10 
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Table 1 

Label on 
Figure 1 

F4A 

F5 

F6 

Rear Arm 
R6 


(Contd) 


Item - Function 

Tunable Crystal Holder 
(Containing MA49A crystal 
selected for havir^ power 
response (I vs. P^n) similar 
to the crystal in holder R4A) 

Waveguide (connection between 
reference short and front 
directional coupler) 


Specific Type 
Mfg. - tto del No. 

Microwave Associates 
Mod. 5130 


UAH - usually included 
a piece of stainless steel 
waveguide 20 Xg long 
8.448 + .002 inch, 
having 2.2 db round trip 
loss. 


Reference Load - A low loss, UAH - Dwg available. 

>g/4 short arranged by F5 
to be the same path length 
from the front F4 directional 
coupler as the sample cavity 
iris is from the rear R4 
directional coupler. 

Each corresponding item is the same model as in the 
front arm, except: 

Sample Cavity - usually TEqj 5 UAH - assembled copper 

mode rectangular cavity Incor- pieces, dwgs available, 

porating; 

1. Special sample holder 

2. Fixed (but demountable) 
coupling iris. 
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sample cavity on one arm and a high quality waveguide short on the 
reference arm. The list of the components used In this circuit Is given 
. Table 1 and points to the Identical characteristics of the two arms, 
Including matching the power response of the detecting crystals over the 
frequency range of some 100 MHz width. 

Frequency modulation over one klystron mode presented 
t’ e two crystal outputs simultaneously on a double Input scope. By 
careful calibration, including frequent substitutions of standard metal 
samples, the desired cavity reflection coefficient change was determined 
from the change In the calibrated attenuator R3 required In order to 
rematch the CRO traces upon each substitution of the sample. The formulae 
used are given separately in an appendix for the different types of cavity 
loading. 

J.) Types of cavity loading used. Rectangular TEqj^P 
mode cavities were constructed of milled sections of copper bolted together 
with one section carrying a fixed circular iris^^ In a thin (.020 inch) 
wall and one section mounting the sample. With the minimum milled radius of 
inside come ‘s at .016 inch, we found it necessary to have the sample 
cavity at ' iast five half wavelengths (p = 5) long. Greater sensitivity 
will accrue to sample cavities formed to permit p = 2. The need for the 
f'xed iris is evident in the formulae in the appendices, permitting cavity 
changes upon sub?tltution to be related solely to the sample. The original 
- and still useful reference on iris delsgn is MIT Rad Lab Report 43-22 by 
H. »-ethe.^^ 
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Loading of the cavity by a semiconductor surface was done 
in one of two ways: by replacing the end wall or by adding surface In 

the transverse plane at one-half wavelength from the end wall. Flat GaAs 
surfaces were held at the end of the rectangular TEqj^P mode and leakage 
losses were held to a satisfactorily low level by appropriate choke 
Joints. Clearly an improved design with much lower coupling losses would 
involve a sample cavity In the shape of a right circular cylinder^ and 
the semiconductor flat as its end wall or central portion thereof. 

Thin semiconductor (GeSe) flakes whose other two dimensions 
were under 7 and 3.5 mm, respectively, were suspended between two strips 
of plastic (sample holder) at one half wavelength up. Fig. 2 indicates 
the microwave magnetic field pattern in the last two half wavelengths in 
the TEqi mode, outlined by the cavity walls and Intercepted by the sample 
at one-half wavelength up where the microwave magnetic field is parallel 
to the largest faces of the thin flakes. Our tests indicated no appreciable 
mode distortion by the thin GeSe flakes used so the observed changes in 
Q were related to losses on the GeSe surfaces. We assumed these losses 
were conduction losses within the GeSe and calculated the appropriate 
skin depths after integrating over the flake area.^^ 

b. Wave;:uidc termination . For mapping flat semiconductor 
surfaces having low reslsti/ity (below about 1 ohm-crn) , the simple termina- 
tion of a waveguide b; the sample surface being held across the guide open- 
ing will give reasonable sensitivity. One expects, 5 or example, a factor 
of 4 in standli.g wave r: tio at 35 GH-. for a factor of ten in resistivity 



15 
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One wavelength of the 
pattern of microwave 
magnetic field 
in rectangular TEqj^P 
mode sample cavity 
as viewed through a 
broad face. 


George R. Smith for this 
accurate representation 
of the H-pattem and Its 
generation using an 
HP 9100 Plotter. 
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according to Lundmayer et al.^^ Again, the effects of leakage on variations 
in the choke coupling can be effectively eliminated for surfaces flat to 
within one or two degrees over small sampling areas by using circular guide:. 

Our preliminary tests confirmed the suitability of choke 
coupling for mapping GaAs flats with as cut surfaces when held as rectangular 
waveguide terminations. 

2 . Fluorescence from Electron-Hole Recombination 

The recent surge in the semiconductor market for lle;ht- 
emittlng diodes for optical couplers and lasers as well as for displays has 
placed considerable additional premium on Improving semiconductor crystal 
quality in the category of gallium'taluminum phosphide -arsenide. Of special 
Interest is the spectrum of luminescence and the density of donor sites. 

Our fluorescence method of surface characterization dealt directly with 
these two properties of a GaAs surface on a resolution scale of a fraction of 
a ram. Fluorescence measurements are Inherently capable of characterization 
on a resolution scale of the dimensions of either the carrier mean-free 
path or the diffraction limit of the optical system used to excite the 
carriers - whichever is the larger for the sample in question. 

The strong market for microwave generation and light 
modulation in Ga-Al-P-As semiconductors merits more direct measurements of 
carrier lifetimes than by standard fluorescence. We suggest optically- 
pumped cyclotron resonance should do well. 
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Our approach was to use the photoluminescence reported^®’ 
for gallium arsenide crystals at low temperatures, where the different kinds 
of donor centers can be resolved in the emission spectra, in interpreting 
the room temperature luminescence. We pumped a spot about 0.5 mm diameter 
on a GaAs surface with a laser beam, delivering some 20 milliwatts at 632.8 nm, 
and collected the emission over a solid angle of approximately 0.3 ster- 
radians not including the angle of specular reflection. After passing 
through a double monochromator at low resolution (1 mm slits), a narrow band 
of the emitted light is collected on a red sensitive photomultiplier tube 
(C3893) and the output displayed on a chart recorder as the monochromator 
wavelength is scanned from 8200 A to 8800 1 in about 10 minutes. 

The principal features of a chart record of the room tempera- 
ture fluorescence from a single spot on GaAs are: the total intensity, the 

wavelength of the maximum intensity and the widths of the low energy tail 
and of the high energy side. A typical spectrum from GaAs is displayed in 
Fig. 3. Mapping is done effectively by repositioning the GaAs surface for 
each spot of Interest, with micrometer drives. 

Credit goes to Mr. James M. Rowe for arranging, calibrating 
and tuning up the apparatus to the state where we could scan a set of spots 
and then get reproducibility in total Intensity to within ten percent. The 
wavelength for the peak Indicates the kind of e-h recombination center active 
(usually a donor site). When the tails on either side are narrow, the total 
Intensity is related directly to the number of these donor centers being 
excited by the pump light. With the focus and power of the pump light held 
constant, the total emitted Intensity is proportional to the local concentra- 


tion of donors. 
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Identlflcatlop of the type of donor site by correlation 
with the value of the wavelength at the peak of each spectrum will require 
correction of the P^f^ output to one proportional to the number of photons 
collected. J. M. Rowe used a standard lamp to calibrate the PMT output 
and with the aid of Karla Dalton prepared an effective computer program for 
carrying out this correction procedure. The program's flow chart is given 
In the last appendix. The output of the program In Its present form is 
automatic graphing of: the input spectral data, the corrected PMT output vs. 

wavelength, and the corrected PMT output vs. energy of the emitted photons. 
Examples of these automatic graphs for the emission spectrum of one spot 
on a GaAs as-cut surface at room temperature are displayed in Figures 3, 4 


and 5. 



COP^ECTEO PriT OUTPUT, AMPUTufiE US UAUELEHQTH 
’/ J t*' / / 4.0 CL- data source 

Fig. 3. PhotoluMlneflfcencA Observed from GaAs. 
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PfIT OUTPUT, AMPLITUDE US UAUELENGTH 
7 5 ^ // ^ data source 


Fig. 4. PL from GaAs. 
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CORPECTED PfIT OUTPUT, AMPLITUDE US ENERGV(EUl 
y j 6: II XO (\ DATA SOURCE 

Fig. 5. PL from GaAs 
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III. RESULTS - DEMONSTRATION OF SENSITIVITY OF NONCONTACTING TECHNIQUES 

In direct assistance to the NASA space processing program, this stu&y 
has developed three noncontacting techniques Into successful laboratory 
procedures for the nondestructive electrical characterization of single 
crystal semiconducting surfaces. Time permitted only preliminary measure- 
ments with each of the three procedures, but an Indication of their sensi- 
tivity Is given Iti the precision stated below for the measured characteristics. 
Values obtained for the skin depth at 35 GHz and 300 “K in selected GaAs 
surfaces are listed, following a description of the skin effect found in a 
few of the CeSe flakes grown on Skylab missions. 

^ • Skin Dept hs In GeSe F lakes at 35 GHz 

The high quality single crystal flakes produced by vapor transport 
in ampules in Skylab 's multipurpose furnace were thin platelets a few square 
millimeters in area. We developed the procedure described above for loading 
a room temperature 35 GHz copper cavity with one GeSe flake at a time so 
that the cavity reflections could be interpreted to yield the ratio of the 
skin depth averaged over each flake to the skin depth of the copper walls of 
the cavity. A precision measurement of cavity Q would then yield a precise 
value of the average 5 in each fJake. 

In our preliminary laboratory operation, we obtained introductory 
Information on several specific questions about the use of 35 GHz radiation 
to characterize small semiconducting crystals. First, our procedures a.re 
capable of characterizing without damage the skin depth of each of a large 
number of crystals per day. Secondly, centering of the sample was judged 
visually and remained one of the principal sources of fluctuation in our 
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(^served values. Except for aore difficult sample handling, the same cavity 
loading procedures work at liquid nitrogen temperature with the expectation 
of even better sensitivity. Some care must be exercised in the choice of 
materials for holding the sample flakes in place within the copper cavity, 
but polyethylene film appears to serve well at our present sensitivity. 

It should also be noted that the surface currents induced in the flat plate- 
let when properly mounted in cavity are all in one direction, the same on 
both sides of the platelet, permltcing thereb ' a search for anisotropy in 
the resistivity of each semiconductor crystal. 

One operational aspect was tested - namely the skill level required 
for carrying out the cavity loading observations on GeSe at 35 GHz. After 
the selected GeSe flakes had been measured by a highly experienced operator 
(#1) to be certain that the loading procedure functioned satisfactorily, in 
the refl^'tion cavity (A), verbal Instructions were given to a new tech- 
nician (operator 2) who had experience with ham radio but none with microwaves. 
Operator 2 then surveyed the same samples in cavity A aud again in a modified 
cavity (B) in which the end of the cavity had been modified to permit trans- 
mission measurements. 

The room temperature results are summarized in Table 2. The relative 
Q factors (Qg) of each sample to that (Q^,) of the cavity walls are listed 
as an aid to later evaluation of this cavity loading technique. Pertinent 
details are listed in the appendices. 

- Inspection of Table 2 shows how the GeSe skin depths vary between 
these five crystals by a factor of 6. T' corresponding range of equivalent 
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TABLE 2 

RELATIVE Q AND SKIN DEPTHS FOR GeSe FLAKES 
AT 35 GHz AND ROOM TEMPERATURE 


Crystal 

^all^^sample 

«s/«cu 

«8 

Label 

Total 

Area 

nm2 

Combinations Used*^ 

Mean 

Value 

%/% 

micron® 

A,1 

A.2 

B.2 

3B-FS 

1.86 

0.119 

0.134 

0.159 

0.137 

16.2 

5.7 



+ .015 

+ .013 

+ .015 

+ .014 

+ 1.6 




from 3* 

from 2* 

from 2* 




! 

j 3B-F6 

0.96 

0.018 

0.014 

0.015 

0.016 

3.7 

1.3 

♦ 

1 


+ .003 

+ .004 

+ .005 

+ .004 

+ 0.9 




from 6* 

from 2* 

from 2* 




3A-F1 

1.11 

- 

- 

0.015 

0.015 

2.7 

0.9 



tried 2* 

tried 2* 

+ .005 

+ .005 

+ 0.9 






from 2* 




3A-F2 

0.89 

0.016 

0.038** 

0.020 

0.025 

6.0 

2.1 



+ .005 

+ .008 

+ .005 

+ .010 

+ 2.4 




from 4* 

from 2* 

from 2* 




RPI-A 

6.5 

0.150 

0.149 

0.139 

0.149 

2.9 

1.03 

(HI) 


+ .005 

± -005 

+ .02 

+ .005 

+ 0.1 




from 2* 

from 2* 

from 1* 





* Number of Independent substitutions of sample into cavity. 

** First set for operator 2 

♦ Calculated with 6^^ « 0.35 micron 

•• Combinations used were Cavity A by operator 1, Cavity A by operator 2, 
and Cavity B by operator 2. 
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bulk resistivities Is a factor of 36. The uncertainties observed would 
have been reduced - probably to jh .003 In Qv,/Qs - by using ten or so 
independent substitutions of the sample during each run. 

The data represented in Table 2 also confirm the soundness of our 
theoretical analysis in regard to sample configuration. The absolute 
values of the skin depth, 6^, listed in the last column of Table 2 con- 
firm the validity of the flakes beiug thick compared to their own skin 
depth so that the power loss in a flake is the same kii.d of product^^ of 
surface integrals of as for the copper walls. Secondly, the flakes were 
thin enough to permit using the undistorted mode values for across the 

sample. 

A final note about sensitivity of this cavity loading substitution 
procedure is that when a flake of ultra high purity aluminum foil was the 
substituted load, the minimum detectable area was about 3 mm of Al. As 
the resistivity of the semiconductor flake is increased, our cavity loading 
signals become larger, indicating the capability of characterizing smaller 
flakes or of obtaining more precision. For example, the observed standard 
deviations listed in Table 2 give: + 3% for a 7/2 mm^ flake having 6s = 1 

and + 10% for a 1.9/2 mm flake having = 6 micron. 

B. Skin Depths in GaAs Flats at 35 GHz 

High quality boules of GaAs grown by M. Rubinstein of Westinghouse 
Research and Development Center in preparation for the M555 Experiment on 
Sky lab had been sliced for characterization. Several cut faces, termed 
flats, were mapped for skin depth at 35 GHz using a resolution element of 
4 X 7 mm as the rectangular TEgip cavity end wall in the procedure mentiomd 
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above. Cavity reflections were interpreted in accord with the analysis out- 
lined in the appendices in terms of the skin depth 6^ in the GaAs. Some of 
the average values found for 6 are listed in Table 3, taking 6^ >> 0.35 
micron. 


TABLE 3 

CLASSICAL SKIN DEPTH 


Sample 

^ 

Cs^(p=13) 6j,(mm) 

Cs^(p«7) 6g(mm) 

W-2 

(1.178 +1.2) X 10“^ 

(— )* 

W-3 

(2.053 + 2.66) X lO’^ 

(1.014 +0.3) X 10"^ 

E-2 

(2.423 + 2.07) X 10‘2 

(2.056 + 0.6) X 10-2 


*A value for 6^ was not obtainable from the data. 


The uncertainty in the measured values was much larger than the limit- 
ing uncertainty due solely to the ability to read the equipment accurately. 
Evidently the variations in resistivity between the areas being sampled are 
comparable to but not much larger than the variat..ons in coupling as an end 
wall in one positioning of the sample. Precision improvement of almost one 
order of magnitude is expected in the same procedure when the shape of the 
sample cavity is a right circular cylinder and the resolution element of the 
semiconductor flat is the circular end wa31 or a concentric circular portion. 

The actual values obtained, however, from the two cavities, Cs^ and Cs^, 
for the classical skin depth of the samples, are in good agreement. Clearly 
the shorter cavity produces higher precision as expected. Again, when 
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machining or etching techniques are used that permit sharper inside 
corners (than r « 0.016 inches), then p = 2 cavities can be used and 
precision will be improved over the p * 7 cavity. 

C . Happing of GaAs Single Crystals by Fluores c ence 

Photo-induced luminescence of the electron-hole reconblnation radia- 
tion has been observed by J. M. Rowe from cut faces (flats) ot s.iveral 
high quality GaAs crystals. The technique outlined above permits mapping 
by repositioning the flat in the plane of its irradiated face by micrometer 
drives. A spectrum is scanned for each position of the laser beam spot. 

Fig. 3 shows, with the aid of automatic graphing on the UNIVAC 1108 computer, 
the typical spectrum emitted from a spot on the face of a crystal doped with 
-10^^ donors/cra^. The total intensity (proportional to the donor concentra- 
tion^®) was found to be reproducible to + 10% for 10 minute spectral scans 
of the same spot location and relocations. Observed variations across a 
sample were occasionally 50% and were, therefore, attributable to donor 
concentration variations, but no direct corroboration of the same surface 
profile was available at the time of the fluorescence scans. The automatic 
correction of PUT output via standard lamp calibration is discussed in an 
appendix and the corrected results plotted in Fig. 4 and 5 of the spectrum 
of Fig. 3. 

Uniformity of surface roughness probably represents the ultimate limit 
to the precision of this high resolution method of characterizing the donor 
concentration. Changes in the type of donor will shift the peak of the 
spectrum. For example, nitrogen donors are a few mllllelectron volts below 
the band edge at Eg -1.43 eV. No attempt was made to correlate peak position 
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with active donor types, bu" it is clear^^ that lower temperatures permit 
complete resolution of each type^ of donor trapb. 
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IV. SUMMARY AND PROOIOSIS 

The results of this study of nondestructive methods of electrical 
characterization of the higher quality single crystals of semiconductor 
grown in the microgravity of space environment Include both the demon- 
stration of successful methods - two microwave and one optical - and the 
measurement of the resistivity of a few of the small GeSe crystals grown 
by vapor deposition on Skylab flights. The observed sensitivity of the 
two microwave methods - one for mapping large flat semiconductor surfaces 
and one for observing the whole surface of small thin flat crystals - is 
reported for a limited range of resistivity. The relative skin depth 
values for the GeSe flakes studied by a sample substitution procedure were 
found to have standard deviations around 10% for rather small crystals. The 
absolute skin depth values could readily have had the same precision if 
we had made the frequency measurements which lead to the absolute values. 

Our prognosis is optimistic, namely that these room temperature micro- 
wave techniques can be carried out nondestructively using light weight 
apparatus with adequate precision for measuring uniformity of resistivity 
of high quality semiconductor surfaces. Furthermore, related noncontacting 
techniques such as cyclotron resonance and photoinduced microwave conductivity 
show promise of being useful sources of electrical characteristics of the 
high quality semiconductors to be grown in space. 

The observed reproducibility of the fluorescence of room temperature 
GaAs under irradiation at 632.8 mm of some 10% in donor density for our 
slow scan technique also shows promise for NASA applications. Actually, 
with the large expansion in the light eujxttlng diode production in the 
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past several years, the LED manufacturers very likely have a similar 
optical scanning technique in regular use by now. 
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APPENDIX A 

ASSUMPTIONS FOR EQUATIONS IN APPENDICES B AND C 

If all of the microwave energy la stored In the rectangular 
cavity In only one 'TE^^^ resonant mode. It Is possible to find a point, 
such that the electric field Is 0, Independent of the x and y posi- 
tions and time. Thus, we can Insert a very thin conducting sample and 
a sample holder, made of a dielectric, at that point, with Its thin 
dimension parallel to the z-axls without changing the electric field. 

H. ~ hu * M • where Is the permeability of the sample and 

Ug Is the permeability of the holder, then we do not change the 
magnetic field and thus the energy stored In the empty cavity Is the 
same as that of the cavity with sample holder with or without the sample. 

If the electric and magnetic fields are not altered within the 

cavity by the addition of the sample holder and sample, then the Intrinsic 

Impedance of the cavity has not changed. Thus, the energy radiated out 

the coupling Iris, back down the waveguide should not change. This means 

that, for cases (A) through (C) the value of (' r - ^ ^ should be the same. 

'x,l / 

Similarly, If, by adding the sample and sample holder to the empty cavity, 
we do not change the current density In the cavity walls, then the ohmic 
losses due to the walls Is the same In cases (A) through (C). This can 
be done, for example, by making the sample holder out of a lossless di- 
electric so that the conducting sample Is Isolated from the walls of the 
cavity. A problem can arise, however, In the manner In which the sample 
holder and sample are Inserted Into the cavity. In this particular process, 
a slot was cut Into the side of the cavity. This means that some power was 
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radiated out of the cavity. This loss is usually neglected in the total 

loss of power due to the walls of the cavity. We assume that adding 

the slot did not change the electric and magnetic field configuration 

in the cavity, and, as we are in a TE.. mode, this means that at Z , 

oip o 

where the slot was made, the tangential electric and tangential magnetic 
fields are both zero. Thus the amount of energy radiated out of the 
cavity is only a small part of the total wall losses. Thus, altering 
this amount of radiated energy, such as is caused by inserting the 
dielectric sample holder into the slot, does not significantly alter the 
total energy loss due to the walls of the cavity. Hence the value of 
does not change for cases (A) through (C). A similar argvment shows 
that the value of is also a constant for cases (D) through (F). 

If we assume that the addition of the second coupling iris does not 
change the resonant mode electric and magnetic field 

of the slngle-llne cavity-coupling system, then ^Q^^does not change from 
case (A) through (F) as the total energy stored will be the same, and the 
change In the energy lost due to the walls Is not greatly changed by the 
loss of the surface area, due to the second coupling Iris, from /^H^^ds, 
which is proportional to the ohmic energy loss per cycle due to the walls 
of the cavity, where Is the amplitude of the magnetic field tangent 

to the walls of the cavity and the Integral is taken over the total surface 
of cavity walls. The assumption that the addition of the second coupling 
Iris does not change the resonant mode Is Justified In the equipment and 
cavities used, by the fact that the resonant frequency shifted by less than 
O.IZ from the slngle-llne cavity-coupling system to the two-line cavity- 
coupling system. 


(1) See E. U, Condon, Rev. Mod. Phys. 14, P-341 (1942) 
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Finally, if the addition of a second coupling iris does not change 

the electric and magnetic fields in the cavity, then the value Q .is 

c, 1 

the same in cases (A) throug*. (C) and cases (D) through (F). Thus, the 
values of Q„, Q , , Q , and Q„ are the same for cases (A) through (F) . 

W C 9 1 8 H 

Hence, equation (18) is justified. It also means that the values of 

1^1 u>P ^ad B. are the same in both the single-line and two-line cavity- 
i 9 ni 2 p nl 

coupling system, so that we can measure both values by using the single-line 

cavity-coupling system and use these values in an equation that is true 

for a two-line cavity-coupling system. Thus we can obtain a justifiable 

value for Q using equations (19), (20), and (17) or (17 A), 
s 

If we still assume that all the microwave energy of the rectangular 

cavity is stored in only one mode 'and that the electric and magnetic 

fields in this mode are the same for the coupled cavity as for the uncoupled 

cavity,' then the total energy stored in the empty cavity is / poH^dv 

2 '' 

where H is the magnitude of the magnetic field and the Integral is taken 

2 

over the total volume of the cavity. If we insert our sample and 

sample holder in the cavity at the point Z such that the electric field is 

zero, then the energy stored in the cavity with the sample and sample 

holder is the same as the empty cavity. 

As the sample is conducting, it will create an ohmic power loss that 

will Increase the energy loss per cycle in the cavity. The energy loss 

per cycle in the sample is given by ^»^^s / H ^ds where 6g is the 

2 ^ 

skin depth of the sample and is the magnitude of the magnetic field 
tangent to the surface of the sample A and the integral is taken over 
the total surface of the sample. 


2. See Fig. 2 of thie report for the shape of the H pattern. 
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As Q ■ 2 it (Energy Stored In the Cavity) 

^ (Energy Lost In the semple in one cycle) 

and we have already assumed P. * Pq ve get, 

B 


2 / H^d 

■*v 

6 f da 
s Js T 


(27) 


TE-, mode 
Olp 


Using the solutions for the electric and magnetic fields in the 
4 


and assuming that the sample Is a rectangular parallele- 
piped, we can perform the volume and surface Integrals above, rememberlr>g 


that Che sample is at z^, we get. 


Q. = 


TtAC[B^p ^ 


-hC2] 


46^B?p2(Ax)[^ Ay - i sln(-^ yz) + ^ si.n(-^)yi _ 


(28) 


Where A is the length cf the cavity along the x-axis, B is th . lengfh 
along the y-axis, C is the length along the z-axls. Ax is the length of the 
sample along the y-ax'i Ay is its length along the y-axls and yj and 
y 2 are Che y positions of the sample In the cavity. This result also 
assumes that Az of the sample is so small that we can Ignore the surface 
Integral over those portions of the surface of the sample that Involve Az. 
This is justified in all the GeSe flakes measured. 

Other shapes will produce other solutions, however, most shapes can 
be approximated by a rectangular parallelepiped or a sum of such shapes. 

In which case, the above equation will still hold. Otherwise, other 

4. See Technique of Microwave Measurements , Vol II, edited by C. G. 

Montgomery, P. 295, McGraw-Hill (1947), 


1 
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coordinate systeas and techniques of Integration will have co be used. 
Also, note that the factor of 4 appears in equation (28), rather than a 
factor of 2, to account for the loss in both sides of the saaple, so that, 
if a SUB of rectangular parallelepipeds is to be used as the approxima- 
tion, this factor can be changed to 2 and the sum carried over both sides 
Independently. 

Finally, if we again have a rectangular parallelepiped in which we 
can ignore the Az terms and further, that Ay is so small that 


- 

Q by assuming that is a constant over the total surface area of the 

S X 

sample; that is 


yi), then we arrive at a good approximation for 


Sla^(j(yi +^)) 


Q . ,,,, 

® 4 6^ Bp2 sin^^i^yj + Ay 

The basic assumption in the choke joint cavity system is that the 
rer.onart electric and magnetic fields are the same in all four types of 
cavities. The same reasoning applies in these sets of cavities in 
transferring from the single line cavity-coupling system (cavities X, Y, 
and Z) to the two-line cavity-coupling system (cavity T) . Any difference 
in microwave energy losses, due to the choke Joint, between the Z cavity 
and the X cavity is taken into account by the Qo r- u Finally, 

Cp it 

the same reasoning is used in calculating the classical skin depth, 6 , 

s 

of .the sample froii Q , as was used in the proceeding cavity system, keeping 

w ^ s 

in mind that now the sample makes up one complete end wall of the cavity. 
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APPKNDIX B 


BASIS FOR LOSS CALCULATIONS F(»l Cu RECTANGULAR CAVITIES 

Olp 

FOR f LARGE ENOUGH TO SUSTAIN NORMAL MODE CONFIGURATIONS 


Terms for Single Line Cavity-Coupling Systan ; 
P = 2C/xg 


^L,MT 


L,0 


^L,s 




^c.l 


^u,0 


u,s 


1,0 


l,s 

5 

1,MT 


Cavity dimension along z axis 
Wave length in the cavity at resonance 

2^ (energy stored /energy dissipated per cycle) 

Loaded Q of empty cavity 

Loaded Q of cavity with sample holder but without sample 

Loaded Q of cavity with sample holder containing sample 
Q of Cu walls of cavity 

Q of 1st coupling icis 
Q of sample holder 
Q of sample 

Q of Cu walls and sample holder 
Q of walls, sample holder and sample 

Geometrical coupling parameter which is a constant for a 
given iris and ca/ity mode. Each value of B is obtained 
from a measured reflected power ratio T . 

Power ratio (Power ref lected /Power incident at plane of cavity iris) 

Coupling parameter of 1st coupling iris with empty sample 
holder 

Coupling parameter of 1st coupling iris with sample 
Coupling parameter of 1st coupling iris with enpty cavity 


1 
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Terms for Tteo~Line Cavity Coupling System ; 


^L,KT,T 


%0,T 


L.s.T 


^c, 2 


"u.O.T 


^u,0,s 


"c.2 


2,MT 


2.0 


2.S 


o 

Af(3db) 


Loaded Q of empty transmission cavity 

Loaded Q of cavity with onpty sample holder 

Loaded Q of cavity with sample holder containing sample 

Q of 2nd coupling iris 

Q of sample 

Q of sample holder 

Q of Cu walls and sample holder 

Q of walls, sample holder and sample 

Q of 2nd coupling iris 

Coupling parameter of 2nd coupling iris with empty 
cavity 

Coupling parameter of 2nd coupling iris with empty 
sample holder 

Coupling parameter of 2nd coupling iris with sample 
holder 

Resonant frequency of empty cavity 

Width of power resonance curve at half-peak values 
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The following equations are applicable when the loss mechanisms 
are Independent and the mlcro%iave energy is stored In only one mode. 

Basic Equations for Single-Line Cavity Coupling System ; ' 

A. For the Empty Cavity 


1 . 


<L,MT 


c,l 


"W 


2 . 


W 


^l.MT = 


"c.l 


B, For Cavity with Empty Sample Holder 


3. 


L.O 


%,i Qh 


4. 


5. 


'^u.O 

®1,0 


= + 1 - 


^u.O 


'c.l 


C. For Cavity with Sample Holder and Sample 


6 . 


= 1 


\,s ^c,l 


+ L. + 1_ + JL 

Qs 


7. 


u,s 


L. ^ Jl. ^ k. 

% % % 


8 . 3 


l,s 


u,s 

^C.l 


i 
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1 

->■ -■ 



i 

i. 

f 

s. 

I 


? 

< 


f 


1 

I 


Basic Equations for Single-Line Cavity Coupling System (contd) 
For the Empty Cavity 


A 

1 

1 


9« 

\,Kr,T 

■ '>c.l 

Qw Qc.2 

10. 

®2,MT 



■ ‘=0.2 


E. For 

cavity with empty sample holder 

11. 


1 


^l.o.t 

“ *^0.1 

Qw Qc.2 % 

12. 

1 

- + 

1 

^u.O.T 

Qw 

Qh 

13. 

®2,0 

Vo>T 

‘>c.2 


F. For 

cavity with sample 


14. 

1 

1 

+ i- + i- + i- + 

^L,s,T 

^C,l 

Qw Qh Qs 

15. 

1 

= ^ + 


^u,s,T 

Qw 


16. 

®2.s 




G. Equations for calculating 3 

17. B - r for 6 < 1 

i+r^ 


or 

1 



17A. 6 


for 


e > 1 
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3 can be chosen to be overcoupled (Eq. 17A) (or undercoupled (Eq. 17)) 
by convenience of mcchlnlng and detector sensitivity. 

B calculated using equation 17 or 17A is the B of the single- 
line cavity coupling system. However^ as ve do not change the normal 
mode nor the shape of the iris. it. therefore, has the same value as 
in the two-line cavity coupling system. 

The fact that the coupling parameter, B , for each case can be cal- 
culated from experimental data leads to several important results. First, 
by using equations (1) through (8), ve can relate the sample losses to 
the cavity wall losses by equation 


% = ^ .MT (Bi Q- B s ] 

(‘^1,o)(^2,Mt) 


(18) 


As all the values on the right can be calculated from experimental 
measuresments, a value can thus be assigned to — . From this, a compari- 


son of the values of different samples can be made in a given cavity, 
provided the value of does not change. Experimental confirmation that 
0^^ had not changed was obtained by finding the value of *^W^^c 1^ 


[Eq. 2]) to be the same to within +0.4% each time the empty cavity was 
measured . 

Secondly, using equations (2) and (10) we can replace the Q values 
in Equation (9) with B values to get equation 


1 

\,MT,T 




bfT 


+ 1 + 


^2,MT^ 


(19) 
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As we can calculate a value for (s, ^ »#p) » thus get 

X ^nl ^ Hx 

a value of Q from a known value of Q Finally, we measure the 

LyflTyT 


value of Q experimentally by using equation 

LinTyT 


i/Q 


L,MT,T 


Af(3db)/f 


We can arrive at a value of that is 


( 20 ) 


( ^l.KT ^ ®2,Mr ) 


Af(3db) 


( 21 ) 


Thus, using Equations (18) and (21), we arrive at an equation for Q , 

s 


Q_ = 


'»( i.Hi 1 ^ 

2,MT ) 

'(^i.o) 

ft.s) 

Af(3db)| 

( i,mt)(\,o 




( 22 ) 


dependent totally on measurable quantities. 

By using the previously mentioned equations, we can also make measure- 
ments on the imcertainty of the quantities Qg 

First, by using Equation (15) we find the uncertainty 
given by 




( 23 ) 
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Secondly, using Equation (19), we find the uncertainty of Q Is 

8 


given by 






Lf(3db)rB 




(‘’l,Mr](^l,0 " ®l.s) 




- Pi,s)‘ 
^o^^l.MT ^ ^2.MrHgl.s) ^ 

^o^^l,o|^^l.s^ ^2.W^ 

Af (3db) 




"(^i.o) 


^(®i,mt) 


^o^^l.^f^ ^ ^2,Kt) (%.oHgl.s) 

[Af(3^b)]2(g^^^](e^^0 - ^s ) 


(24) 


A(Af(3db)) 


For the case In which the sample is placed In a two-line cavity coupling 
system, an equation similar to (18) can be developed. In fact, we get 


^ ^^MTf^2,0 ~ ^2.s) 

Qs ■ 


(25) 


Then, by using Equations (19), (20), and (25), we can develop equations similar 
to (21) through (24) which relate Q to the second coupling iris parame- 


ters, f^ and 


Af(3db) 
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Q is defined as, 
s 

2 t> (E nergy Stored In the Cavity) 

(Energy Dissipated In the Sample In One Cycle) 

The energy stored In the cavity Is equal to^^ 


I /v dv 

where H is the amplitude of the magnetic field. The energy dissipated 
In the sample Is due to ohmic losses and In one cycle is equal to 


where 6 is the skin depth of the sample, y is the permeability of 
s s 

the sample, is the amplitude of the magnetic field parallel to the 
sample's surface and the Integral is taken over the total surface area 
of the sample . Thus 


2U0 /v 

/, H ^ ds 
s s ■' s T 


1^0 

As the samples are only weakly paramagnetic — 
Hence we use the following equation for Q^; 


(26) 

1 to within O.IZ 


2 / h 2 dv 
•'y 

S * Jg ds 


(27) 


Using the TE mode numbers, we can find the magnetic field cor. figu- 
ration within the cavity. Thus, Equation (27) can be solved to a good 
approximation, as follows: 
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Our coordinate system is that used in Technique of Mic rowave 
Measurements. Vol. 11 of the M.I.T. Radiation Laboratory Series, 
edited by C, G. Montgomery. McGraw-Hill. Inc. 1947, page 295. The 
dimensions of our cavity are A. parallel to the x axis. B parallel 
to the y axis, and C. parallel to the Z axis 

With the thin sample placed in the cavity such that its corners 
are located at (xj. yj. Zq), (xj. y 2 . zq), (x 2 . yj, zg) and (x 2 . y 2 » zq) 
where zg ■ OXg/2. 0 an Integer, we arrive at the following solutions 
to Equation (27) as discussed in Appendix A: 

A. If (x 2 “ xj) • (y 2 - y^) which is the cross sectional area of 
the sample is comparable in size to (A * B) which is the cross sectional 
area of the cavity, then 

Qg = SAPIB^P.. " -«: 9 l] (28) 

46gB2p2(x2-Xi)[^(y2-yi) - j sin(^ Vz) + ^ 1'i)J 

B. If (X 2 - x^) • (yj - yi) ■ 6 « (A • B) and (y^ + y2>/2 - yg. 

Qg - AC[B2p2 + c2]/6g(4Bp2) sln2(^ yg) . 6 (29) 

Thus we can write 5 as a function of Q . the cavity geometry, 

s s 

the sample position, and the normal mode, all of which can be found from 
experimental values. Equations 28 or 29 were used to calculate the values 
of 6g presented in Tables 2 and 3 of this report. 



47 
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Finally, the uncertainty In 6 Is given for large samples by 

8 


6 

^®s " T ^^8 (30) 

s 



xACIp^B^ 

t c2] 



- fi 

s 

Q 4B2p2(x2 -xi) 
s 

^(y2-yi) -|sin 

+ ^y) 

+~«ln 

4 

~(yi +Ay) 


and for small samples by 


A6 


s 


Acrs^p^ + c^] 


Qg4B2p2 . S 


sln2 


[f (yo + &y)] 


- 6 


(31) 


where &y is the uncertainty of the position of the sample along the y 
axis In the cavity. 

Equation (31) can be used to estimate the dependence of the sensitivity 
of substitution techniques on flake size and skin depth . We calculate the 
the values of the second term (in the brackets) to pass through the 10% 
value for combinations such as : 


6 « 25.0 microns with Ax ~ Ay ~ 0,5 mm 
and 6 ■ 2.5 microns with Ax ~ Ay ~ 2 mm 
and 6 = 0.25 microns with Ax ~ Ay ~ 5 mm 

This uncertainty (by Eq. 31) rises steeply for smaller semiconductor flakes 
and Is only a few percent, for larger ones. 
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APPENDIX C 

CAVITY LOADING BY SEMICONDUCTOR END WALL 


T 

'’c.l 

^R,CH 
%,s 

%Z 

end 


* The reflective cavity with choke and the sample as an 
end wall 

* The reflective cavity with choke and a flat piece of Cu 
as an end wall 

* The reflected cavity with equal dimensions to X and Y 
but without a choke 

= The transmission cavity 

- The Q of the first coupling iris 

* The Q of the second coupling iris 

= The Q of the choke joint due to microwave energy being 

radiated out of the slots of the choke 

= The Q of the sample end wall 

= The Q of the X cavity due to ohmic losses in the walls of 

the cavity except for the sample which acts as an end wall 

= The Q of the Y cavity due to ohmic losses in the walls of 

the cavity e. .ept for the Cu flat, which acts as an end 

wall 

= The Q of the Cu flat acting as an end wall in the Y cavity 
The Q of the end wall of the 7. cavity 



The coupling parameter of the first coupling iris as 
measured in the £ cavity 



The coupling parameter of the second coupling iris as 
measured in the £ cavity 



•l 
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H. Equations for cavity K 


IB. i~ 4 ^ 4 + i_ . 1- 

^c,l ^R,CH ^,8 *^,X \,3 


nr. 1 .1 .1 1 

ZB, r + — 4 - — = — — 

^R,CH %,8 %,X %,X 


®1.X'*C.1 • Vx 


I. Equations for cavity Y 


1 ^ 1 1 1 ^ 1 

^c.l ^R,CH ^w,Cu ^w.Y ^L,Y 


1 ^ 1 . 1 1 

Q ^ Q ^ Q Q 

^R,CH \,Cu ^w,Y \,Y 


®1,X %,1 ~ %,Y 


J. Equations for cavity Z 


1 ^ 1 1 

<Jc.l Vx" ‘>».Z 




K. Equations for cavity T 




lOB. Q 


L,T Af(3db) 


IIB. ^w,T “ \,T^^1,T ^2,T 
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In a rectangular mode Qr^ch is small enough that it cannot be ig..wred 
In the above equations. Therefore, a final solution to 0 must 
take into account the value of 

If we assume that is equal to t'.en, using equations 

8B. and IIB. we get 


12B. Q 


^L.T^^.T + ®2,T + 


c,l 


and thus , 


'1,7 


13B. Q, 


u,X 


<‘^1.x)Ql,T^^1,T ‘^2,T ^ 


(B^. 7.) 


also, since 


1_ 

^u,X 


1 


Qr.CH ^w,s ^w,X 


and 


_i_ + ._L_ = _L._ 

^w.end ^w,X ^w,z 


thus. 


34B. ^ ^ ^ + 1 1 


Qu,X %,Ch Qw,s Qw,Z Qw.end 


As (K)Qy 2 i® equal to Qy^gnd* where K is a constant determined 
by the geometry of the cavity, we get 


15B. 


1 


Q 


u.X 




To solve for t , v;e assume that the losses in the Cu end wall 

piece of cavity Y are equal to the losses in the end wall of cavity Z, 
so that is equal to Q„^end» 
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^,Z ^,Cu 


using equations 5B, 6B, 12B, 


and 16B., we get 




^L,T^®1.T ®2,T ^,Z 


Substituting 17B. into 15B. and using equations IIB. and 13B yields 

18R -J- = r_l_ _ 1 1 

^,s ^L.T^^l.T ®2,T [ei,x 


Now K = 


Qw.end 


/ “l 

/ 

SP 


where sw 


indicates that the integral is taken over all the surface area of the 
cavity, se indicates that the integral is taken over the end wall only, 
and is the magnitude of the tangential magnetic field. In fact. 


[zc\ + c^B + P^B^C + 2Ap^B^] 


3 2 
AB P 


where A, B, and C are 


the dimensions of the Z cavity, and P = 


Finally, as ^ 


2 / ^ H dv 




we get 


1 
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19B. 5 


[b^p^ + C^3 C 
2 2 
Vs® " 


and 


A6 


[bV + 


V(Q ' Vs ' 


w,s 


FTR - NAS8-29542 


53 



APPENDIX D 

GaAs PL DATA REDUCTION 
(by J. M. Rcwe) 

A computer program has been used to aid in correcting photolumines- 
cence data for the response of rhe optical system, photomultiplier tube 
and associated electronics. Calibration factors obtained by running a 
tungster ribbon lump and using the knovm emissivity of tungsten had been 

o o o 

tabulated by wavelength every 5 A between 8010 A and 8920 A and were read 
in by the computer. The remainder of the input consisted of chart reference 
marks and data points in chart coordinates, all taken from the record pro- 
duced during a data run. Since the computer used data in chart paper 
coordinates, much work was saved. 

O 

During data taking, the wavelength in Angstroms was noted at tlie 
beginning and end of a run and these points were marked on the chart paper. 

These wavelengths and their corresponding coordinates were read into the 

O 

computer and using this the computer determined the wavelengths in Angstroms 
of data points. This coordinate was taken as an integer for convenience. 

PL amplitude coordinates were taken as floating point numbers and were 
arbitrary to within a scale factor written down during data taking in case it 
would be needed later. 

Each data wavelength was found in the table using linear interpolation 
and the interpolated correction factor applied. Corrected amplitudes were 
each divided by the maximum uncorrected amplitude for the data set to yield 
comparable scales. This was done for convenience. The scale factor appears 
in the printout and no information was lost. The electron volt equivalent of i 

each wavelength was also computed. ' 

I 



54 


FTR - NAS8-29542 


The output appears in tabulated form with five columns. These are: 
(1) corrected and scaled amplitude, (2) energy in electron volts, (3) wave- 

O 

length in Angstroms, (4) tuicorrected amplitude, and (5) chart coordinate 
of wavelength. The listing was made in order of increasing energy, nr 
alternatively fed to Karla Dalton's program for display and for automatic 
graphing at the Tektronix terminal of the UNIVAC 1108 computer. 

The flow chart for the PL DATA REDUCTION program is given on the next 
page. A listing of the program and one output table is attached, too. 
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PL Data Reduction Flon Chart 




Read calibration table (CLAMB(I),FAC(I)) 


Read chart reference points (FTR5T,AFP^T,XLAST,ALAST) 
and number of data points (NDATA) [ 





OF RUN" (STOP)J 


Read chart coordinates of data points (A1(P1(I),NLAMB(I)) 

> 

r 


Convert coordinates to Angstrom units (XLAI^B(l)) and 
save maximum amplitude (A!*AX) 



Sort data by wavelength into increasing order 


Interpolate into the table to find the correction factor. 
Compute corrected amplitude and divide by AMAX. 

Call the result A?.1P2(I) 

Compute £N£R(I), the electron volt equivalent ot ]HAMB(I), 



data points compu^ 
y yes 


ft-int "TOE SCALE FACTOR IS" AMAI 
Print column headings: AHP2,ENER,nA.MB,Alt!Pl,NLAK3. i 
Rrir^ w^lts ordered by increasing PMER(l). 


("TOD OF DATA SET" (EN^J 


k 
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CLAMB(I) 

FAC(I) 

FIRST 

AFRST 

XLAST 

ALAST 

NDATA 

AMPl(I) 

NLAMB(I) 

XLAMB(I) 

AMAX 

A11P2(I) 

ENER(I) 


GLOSSARY (By order of appearance) 

wavelength in the calibration table 
calibration factor at wavelength CLAMB(I) 

O 

wavelength (A) of initial chart reference mark 
chart coordinate of initial chart reference mark 

Q 

wavelength (A) of final chart reference mark 
chart coordinate of final chart reference mark 
number of data points for the chart 
chart coordinate of the PL amplitude 

chart coordinate of wavelength (integer) corresponding 
to AMPl(I) 

O 

wavelength (A) corresponding to NLAMB(I) 

maximum uncorrected amplitude found in the data 
set 

corrected amplitude divided by AMAX 
energy (eV) corresponding to XLAMB(I) 


I 
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'•ST — — ' — 

U U|/27-I0;23{2»-Ii0) 

Oao SAS6«T |0«T 

bUO BSAVT tOiKARLADALTON CASTC.C PL OATA REDUCTION' 

OuO a fOR,XlST «AAS 


000 C ■ 6(A|A(S> PL DATA RCOUCTION 

000 DIHENSION- CLANBISOO) irAC«500TiAHPl»300) •HLAmBUOOI 

000 DIHENSION XLANNIJQOI ,ANP2|i00) lENERdOUl 

OOO 10 FONHAT (15) 

OOO 20 roPHAT" (8F10»2T~ ~ " 

000 25 fORHAT (*»Fl0.2ri«T 

000 30 FORHAT (F 10*2 • lStF10*2t215) 

OOO RO F0RHAT-1Fl0*2n»t~"‘^ 

000 READ lOiITBL 

OoO REAO 20*(CLAHB( J) »FAC( JI *CLAHB(U*t I iFACiJ«t | iCLAHBt J*2 ) iFaC( J«2| • 

OOO iCLAHB(J*3),FACIJ-»3l, J«l,ITBL,R» ' ~ 

OOO 1 REAO 25iriRSTtAFKsT,XLAST*ALAST*NDATA — 

OOO IF (NOATA.GTtP) «0“T0-3 

OOO PRINT 90 

OOO 90 FORHAT lIXtllHENP OF RUN*) 

OOO STOP 

OOO 3 READ RO*(AHPI(U)*NLAHB|J)iJ-l,NDATA) 

OOO DIFN • ALAST - AFRST 

OOO unit • (XLAST - FlRSTl/DIFN 

OOO ANAX • AHPim = 

OOO 00 too 1 ■ liNOATA 

000 XLAHBII) - (NLANBlI) - AFRST)*UNIT * FIRST 

000 100“IF (AHPl(n*aT*A.lAX) AHAX ■ ANP|(|( 

OOO NOHl • NOATA - I 

OOO DO ROO I • l i'NDNl 

OOO IP) • ' 

000 DO ROO J • IP) tNDATA 

UUO 1F(XLAHB(||*LC.XLANB(U|) go TO ROO 

000 TEHP > XLAHBd) 

OOO XLAHB(I) ■ XLANBTJ1 

OOO XlAhB(U)> TEHP ■ “ 

OOO rEHP«NLAHB( 1 ) 

000 NlAHBI 1 )«NLAHBU) 

OOO NLAHSIUIaTEHP 

OOO TEMP --AMPl ( n 

OOO AMPIII) • AHPimi ' 

OOO AnPl ( J) ■ TEHR 

OOO ROO'CONTINUC 

UQO Nat 

OOO 00 200 I > IiNDATA 

OOO 00 300 J‘» NilTBC— 

OOO IF(XLAHB(1) *Gt*CLAHB(J ) too T0300 

OOO N • J 

OOO CatXLAMBI I I-CLAHB i J- l ) )/JCLAMB( j)-CLAHB(J-lr) 

OOO C>C«IFAC| JI-FAC(U.| ) )*rAC(U-l ) 

OOO AHP2( I )-AHP| U )*C/AHAX 

OOO — ' ENERU) • l*239SCR/XLANBrn 

OOO GO TO 200 - 

OOO 300 CONTINUE - . 

OOO -print 50 

OOO 50 format ( IX|27HLAHbDA OUTSIDE TABLE RANGE*) 

UOO GU TO I 


ORIOINAL PAGE IS 
OP POOR QUALmO 
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000 200 CONTINUE 


000 PRINT bSi AHAX 

000 SS FO«H*T«IXj» THE^CXLE FACTO R IS * tnO«‘t) 

000 2 PnINT iO ” ' ' 

000 HRlTEIlOlNOATAalCNERI I I,ANP2« H •XLANB( 11 1 AHPl 1 1 > il«r iNDATAT 

000 PRINT 70 (AHP2II ) ,EnERU » iXLAMBU » tANPUH iNtAMBI I H 

000 T~r • noata, 1,-11 - 

000 PRINT BO 

000 60 F0RnATI/7X,HHAIIP2,6X,<lHENeRi&X|&HXLANb*6X,‘lHARPl •2X|5HNLANB/I 

000 70 format t tX,2FIO«R,2FI0.2i|Sr " 

000 BO FORMAT«y IX, 16HEN0 OF DATA SETr/7T 

OOff EW) 

000 — gXOT “ 


000 IBR 


000 

BOIO. 

1 *000 

•0|5* 

1*006 

6020« 

1*0|3 

8025. 

1,021 

000 

8030, 

1 *028 

40 jS • 

1*037 

8090* 

1 * 095 

60i& f 

1,052 

000 

Bu&U • 

1 «u6U 

40^& t 

1 *067 

80601 

1*073 

8(i6b . 

1,081 

000 

*8070. 

1 .089 

■1B07S* 

1 • o98 

8080* 

1*106 

8085* 

1 , 1 15 

uoo 

8090. 

1*122 

40y & t 

1,130 - 

41004 

1*136 

8 1 05 • 

1*199 

000 

8110. 

1*151 

Bl|5* 

1*158 

8120* 

1*1AH 

8i25j 

1*172 

uoo 

8130, 

1*181 

<135* 

1*189 

8190* 

1*196 

8195* 

1,209 

000 

8 1 bO . 

1 *212 

B i i»5 * 

1 *220 

8 1 60 * 

1*227 

8 i 6b . 

1 *239 

000^ 

8170. 

1 *"292 

<1 75* 

'I i250 ■ 

6 160* 

1 * 258 

8185* 

1 * 267 

000 

8190, 

1*275 

<195* 

1 * 282 

82001 

1 *290 

4^ Ob t 

1*298 

000 

82l0i— 

1*305 

<2l5*— 

1*313 

8220* 

1*320 - ■ 

8225. - 

1*328- 

000 

8230* 

1*337 

B235* 

1*399 

8290, 

1*352 

6295* 

1,360 

000 

8250. 

1*367 

<255* 

1*379 

8260t 

1*382 

8265* 

1*390 

000' 

8270i 

1 *377 

'<275, 

1 .909' 

8230* 

1*911 

4 J! 4 b f 

1*920 

000 

8290. 

1 *930 

^8295* 

1*938 

03001 ■ ■ 

1*996 

830S. 

- 1*959 

000" 

8310. 

1 * t6< 

'8315* 

*1 *970 

83201 ' 

1 * 977 

8325. ' 

1*985 

uoo 

- 8330.— 

1 *993 

8335.- 

1*502 - 

8390* 

1*511 - - 

8395* 

1*519 

000 

8350. 

1 *527 

<355* 

1*535 

8360* 

1*599 

8365* 

1,551 

ooo 

8370. 

1 *560 

8375. 

1*569 

8390* 

1*576 

8385* 

1*565 

000 

— 8390, — 

— — 1 *600 

-«395*- 

1*611 — 

9900* 

1.621 -- 

8905, - 

1*630- 

000 

— 8910,— 

- 1*690 

89 1 5.- 

1*651- 

8920* 

1*663 

8925. 

— 1 *6’2 

000 

— 8930, 

1 * 680 

<935 * 

1*693 

8990* 

1 *707 

8995 , 

- 1*722 

uoo 

— 8950. 

1 *733 

8955.- 

1 *792 

8960* 

1*753 - - 

8965. - 

1*769 

uoo 

6970, 

1.779 

8975, 

1*793 

8980* 

1*807 

8985. 

1*821 

000 

8990. 

1*835 

<995* 

1*851 

8500* 

1*868 

8505. 

1*068 

000 

-- 8510.— 

— 1*908 

8515*- 

1 *929 

6520* 

1*951 

6525. 

1*971 

000 

- 8530.— 

1*992 

<535*- 

2*019 

8590* 

2*090 

8595. 

2,061 - 

000 

d S b u • 

2*089 

vdSs • 

— 2 * 11 3 

6 S 6U 1 

2* 199- 

4545 • 

- 2* 1 75 

000 

8570,— 

2*209 

<575,- 

2*236 

8580, - 

2*268 

8695*- - 

2*297 

000 

8590, 

2*331 

<595* 

2*368 

8600* 

2*907 

8605, 

2*993 

uoo 

8610. 

2*991 

<615* 

2*590 

8620* 

2*576 

8625. 

2*629 

000 

8630, — 

2*678 

<635*- 

—2*733 - 

8690* 

2*789 

8695,' 

2*831 

000 

0650i 

‘2*9 1'2 

~ B6Sa • 

2*976 

8660* ■ 

3*091 

8 6 65 • 

■ 3*109- 

000 

6670* 

3*182 

<675 * 

3 * 259 


3*339 

4 4 115 • 

■ 3*915 

ouo 

8690,— 

— 3*511 

<695*- 

3*605 

8700* 

3*707 

8705, 

3*608 

000 

8710. 

3*903 

<7|5* 

9*028 

8720* 

9*161 

8725, 

9*289 

000 

8730. 

9*909 

<735. 

9*592 

8790* 

9*700 

8795, 

9*856 

uoo 

8750, — 

5*025 

8755.— 

5*169 

8760* 

5*396 

8765, 

5.510 

Uoo 

8770,— 

— 5*718 

<775* 

- 5*925 

8780* 

6*197 

8765, 

6 * 386 - 

uoo 

8790, — 

il *633 

<795* - 

6*862 

8800, 

7*099 

8005. 

7*319 








8825. 

8*636 


OO 1 U 


BO 1 B r 



0 • 4 t « 

ouo 

6830, 

9*007 . 

8835* 

9*392 

6890* 

9*727 

8895* 

10*118 

000 

8850. 

10*513 

<855* 

11*003 

8860* 

11*506 

8865* 

11*019 


i 
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